Anaphylactic reaction after systemic application of aprotinin triggered by aprotinin-containing fibrin sealant.
We report a 67-yr-old male after multiple surgical procedures for treatment of arterial occlusive disease who suffered an anaphylactic reaction after administration of aprotinin (Trasylol) prior to urgent coronary artery bypass surgery. The patient had been treated with aprotinin-containing fibrin sealant in 2004 and in 2007, 2 wk before coronary artery bypass surgery. The postoperative serologic screening revealed positive results for qualitative aprotinin-specific IgG, highly elevated quantitative aprotinin-specific IgG and moderately elevated aprotinin-specific IgE antibodies.